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Introduction 
Computational methods have been widely used to 
estimate the performance of stenting procedures and 
their clinical implications. Balloon-expandable stents 
and their interaction with stenosed arteries have been 
extensively investigated through finite element methods 
[1-7]. However, the Ni-Ti shape memory alloy (SMA) 
stents have been less thoroughly studied. Several previ-
ous numerical studies have focused on the SMA stents 
deployed inside a straight artery [8-10] or in an anatom-
ically accurate artery without stenosis [11, 12]. Wu et al. 
[13] simulated the delivery and release of an Ni-Ti SMA 
stent in a curved carotid artery with 33% stenosis, which 
is not typically clinically significant for stent implan-
tation. A detailed evaluation of Ni-Ti SMA stents de-
ployed in eccentric stenoses is, however, lacking. Thus, 
the objective of this work is to assess the impact of the 
implantation of a PROTÉGÉ™ GPS™ Ni-Ti SMA stent 
(ev3 Inc., Plymouth, MN, USA) in a curved artery with 
eccentric stenosis. The crimping and expanding process 
of the stent was presented and discussed. Furthermore, 
a corresponding less curved artery model and straight 
artery model with eccentric stenosis were proposed and 
investigated to evaluate the influence of artery curva-
ture on stent-artery interaction, particularly on arterial 
stress distribution after stenting. 
Materials and Methods 
Constitutive models 
Porcine pulmonary arteries from three domestic pig-
lets were cleared of any visible lipid deposition before 
being cut into 12 rectangular strips along circumferential 
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Abstract 
Purpose — Shape memory alloy (SMA) stents have been used increasingly for the treatment of complex arterial oc-
clusions. There is an immediate need to quantify the mechanical performance of SMA stents to open occluded 
arteries. 
Methods — The stent crimping and expanding process was assessed through both numerical modeling and in-vitro 
studies. The implantation of a SMA stent in curved arteries with eccentric stenosis were simulated to evaluate 
the effect of artery curvature on arterial mechanics. 
Results — The crimping process stored a considerable amount of strain energy in the stent, which were then re-
leased through self-expansion until a balance between the stent and stenosed artery was achieved. The de-
ployed SMA stent exhibited a dog-bone shape, where the longitudinal ends of the stent penetrated into the ar-
tery causing arterial stress concentrations. However, the maximum arterial stress was observed at the central 
portion of artery contacting the thin side of the plaque. Furthermore, stent-induced arterial mechanics were 
more pronounced in the curved artery than the straight artery. The maximum Von Mises stress in the curved 
artery with a curvature of 0.05 mm-1 was 37% larger than that found in the straight artery. The percentage of the 
intimal area at higher stress level (> 0.05 MPa) is 5.51% in the curved artery, compared to 1.76% in the straight 
artery. 
Conclusions — This work provided a fundamental understanding of the behavior of SMA stent and its impact on 
the vascular wall, and illuminated the possibilities for exploiting their potential to alleviate arterial injury. 
Keywords: shape memory alloy, stenting, finite element method, curved artery, eccentric stenosis 
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and axial directions. Uniaxial tension tests were con-
ducted using the computer-controlled tissue testing ma-
chine (Test Resource Inc., Shakopee, MN, USA). Dis-
placement control with a ramping rate of 0.05 mm/s 
was used to deform the specimens. Force and displace-
ment data were recorded throughout the test at a fre-
quency of 20 Hz. Based on these data and original di-
mensions, the nominal stress and strain were calculated 
and plotted. In addition, the local strains of the spec-
imen during the tension tests were captured and mea-
sured using the ARAMIS stereo optical surface strain 
measurement system (Trilion Quality Systems, Plym-
outh Meeting, PA, USA). Previous work [14] has dem-
onstrated that simply calculated nominal strain agreed 
very well with the surface-averaged local strain mea-
surements obtained using the ARAMIS system. 
The uniaxial tension test data were used to construct 
a reduced third-order hyperelastic polynomial consti-
tutive model, which is expressed with the strain energy 
density function U as 
                                N
              U = Σ Cij(I1 – 3)i(I2 – 3) j                             i+j = 1 
where Cij are material coefficients determined from the 
experimental data. I1 and I2 are the first and second in-
variant of the Cauchy-Green tensor, defined respec-
tively as I1 = λ1
2 + λ2
2 + λ3




λi are the principal stretches. 
The least square method was used to fit this test data 
and obtain the material coefficients of the artery as C10 
= 0.01488 MPa, C20 = 0.01492 MPa, and C30 = 0.000939 
MPa. The material properties of plaque were adopted 
from the documented literatures [9], with coefficients of 
C10 = 0.04 MPa, C02 = 0.003 MPa, and C03 = 0.02976 MPa. 
The GPS™ stent is made of the Ni-Ti SMA material, 
associated with stress-induced transformations between 
the austenite and martensite phases. The material pa-
rameters for the isothermal superelastic behavior of Ni-
Ti SMA [15], as seen in Figure 1, were implemented in 
the ABAQUS user material subroutine (VUMAT). 
Finite element modeling 
Three-dimensional models simulating stent crimping 
and self-expansion in an eccentric stenosed artery were 
developed using the finite element software, ABAQUS 
Version 6.10 (Dassault Systèmes Simulia Corp., Provi-
dence, RI, USA). A 50% stenosed artery with curvature 
of 0.05 mm-1 was used based on the anatomy of the cor-
onary artery [16]. The inner diameter of the artery is 9 
mm with a wall thickness of 1 mm. Figure 2 has dem-
onstrated that the PROTÉGÉ™ GPS™ Ni-Ti SMA stent 
was confined within the sheath, a rigid thin shell with a 
length of 22 mm. After it was delivered to the targeted 
lesion site, a ramping velocity of 4000 mm/s was ap-
plied to the sheath for removal. The sheath removal and 
stent self-expansion process, as depicted in Figure 3, 
was obtained from an in-vitro test. A friction coefficient 
of 0.15 was prescribed among all contact surfaces. Mesh 
























 Figure 1. The mechanical behavior of Ni-Ti SMA. 
Figure 2. Sectional model of a stenosed artery, including a 
PROTÉGÉ™ GPS™ stent confined inside a sheath. 
Figure 3. Expansion process of a PROTÉGÉ™ GPS™ Ni-Ti 
stent.    
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radial displacement as an evaluation standard to decide 
the element number of the artery. The stent was meshed 
using 7248 two-node linear beam elements, B31. The 
sheath was discretized with 1118 reduced four-node 
shell elements (S4R), while the artery and plaque were 
meshed with 18960 and 11592 reduced eight-node brick 
elements (C3D8R), respectively. 
Results and Discussions 
Stent crimping process 
The stent crimping was achieved by applying a uni-
form radial displacement boundary condition on the 
whole stent until it was confined inside the sheath. Dur-
ing crimping, the corresponding resultant force pro-
vided information on the ability of the stent to push 
the lesion outward when deployed inside a stenosed 
vessel. The resultant force, also referred to as the stent 
strength, is calculated as ps/π, where p is the equiv-
alent pressure applied on the stent and s is the area of 
outer surface of stent. It is worth noting that the resul-
tant force is linearly proportional to the equivalent pres-
sure. The relationship between resultant force and stent 
diameter is depicted in Figure 4, which exhibits a larger 
strength for increasingly smaller stent sizes. This can 
be used to understand the 0.5-1.5 mm diameter overex-
pansion requirement indicated in the stent manual. The 
characteristic sections in Figure 4 correspond to the elas-
tic deformation of austenite, the austenite to martensite 
transformation and the elastic deformation of martens-
ite, respectively. Once the stent is confined inside the 
sheath, the end of the crimping process led to the largest 
strain on the stent, as seen in Figure 5. The peak princi-
pal logarithm strain of 4.88% occurred around the con-
necting struts, which is less than its critical strain limit 
of 12%. The crimping process stored a considerable 
amount of strain energy in the stent as depicted in Fig-
ure 6. The establishment of contact between the stent 
and sheath in step 2 consumed a smaller amount of the 
strain energy, and the majority of the stored energy was 
used for stent self-expansion to reopen the occluded lu-
men until equilibrium between the stent and the ste-
nosed artery was achieved. 
Stent self-expansion in a curved artery 
The deployment of the Protégé™ GPS™ Ni-Ti stent 
reopened the occluded curved vessel, as seen in Figure 
7a. Following the self-expansion of the stent, the mini-
mum lumen diameter increased from 4.5 mm to 7.9 mm 
immediately. The stent did not restore its nominal di-
ameter of 10 mm, instead exhibiting a dog-bone shape 
Figure 5. The principal strain field of the crimped stent. 
Figure 4. The strength vs. diameter of stent during crimping. Figure 6. The strain energy of stent during analysis.   









































with diameters of 8.03 mm, 9.76 mm and 9.90 mm at 
the center, proximal end and distal end of stent, respec-
tively. Correspondingly, the stent length was slightly in-
creased to 21.49 mm from the nominal value of 20 mm. 
It is obvious that Von Mises stress experienced by the 
stent approached zero at the two extremes and the peak 
stress occurred at the central portion of the stent, par-
ticularly around the connector or transiting corner (Fig-
ure 7b). This implies that the geometry of the connec-
tor and adjacent struts may directly affect the strength 
of the stent design. The minimum lumen cross-sectional 
area enclosed by the stent was calculated to be 51.53 
mm2; while the proximal and distal reference lumen ar-
eas are 79.77 mm2 and 81.69 mm2, respectively. The ra-
tio of minimum stent area to the average proximal and 
distal reference lumen area is 64%, which is less than 
80%, indicating the occurrence of underexpansion [17, 
18]. This phenomenon is speculated to be closely related 
to stent thrombosis and in-stent restenosis [19]. Many 
factors may contribute to the underexpansion of the 
stent, such as the relatively low stiffness of Ni-Ti SMA 
(47 GPa) [13] in comparison with conventional stainless 
steel (190 GPa) or cobalt chromium (243 GPa), the non-
uniform plaque distribution along the axial direction 
[20], or the stent configuration.  
The underexpansion of the stent caused the struts to 
not fully contact and support the arterial wall, especially 
around the plaque edge, which is also referred to as an 
incomplete stent apposition (ISA). An ISA area, defined 
as the area of noncontact tissue underlying the stent, 
was calculated to be 193.5 mm2 in our model. ISA may 
be a predictor of a higher possibility of late stent throm-
bosis, especially for drug-eluting stents [13, 21, 22]. Both 
underexpansion and ISA could be corrected during in-
tervention through post balloon dilation subsequent 
to Ni-Ti stenting in order to reduce the instant under-
expansion and improve the apposition area [5]. On the 
other hand, continuous expansion has been observed in 
Ni-Ti stents in the period following the surgical proce-
dure, from 48 hours up to 9 months, due to temperature 
dependent phase transformation. This phenomenon 
might alleviate the underexpansion and also compen-
sate the lumen loss caused by neointimal hyperplasia. 
Deployment of the stent led to the compression of 
the plaque, an overstretching of the arterial wall and 
induced stress concentrations on the lesion, which con-
tributed to the occurrence of in-stent restenosis. The 
Von Mises stress distributions on the plaque were re-
ported in Figure 8. It is interesting to note that the ob-
served peak stresses, ranging from 0.35 MPa to 0.4 
MPa, concentrated in the area of the thin side contact-
ing with the stent struts, where plaque fracture might 
be initiated [23]. Correspondingly, the peak Von Mises 
stress on the arterial wall is also located at the cen-
tral segment contacting the thin side of the plaque, as 
seen in Figure 9. This implies that the complications of 
stenting may be initiated from the thinner side of the 
lesion. It is also worth noting that the stent ends pro-
truded into the arterial wall and induced stress concen-
trations at the contacting section. This trend was more 
prominent in the curved artery than in the straight one, 
as seen in Figure 9. 
Effect of curvature on arterial mechanics 
The effect of arterial curvature on stent-induced arte-
rial stress distributions was evaluated through varying 
the arterial curvature from 0.05 mm-1 (most curved ar-
tery), 0.04 mm-1 (less curved artery) to 0 mm-1 (straight 
artery), as shown in Figure 9. It is obvious that the Ni-Ti 
stent induced larger Von Mises stresses and high-stress 
coverage on the intimal surface of artery with larger 
curvature. The maximum Von Mises stress is 0.074 MPa 
Figure 7. (a) The deployment of stent inside a curved artery 
with eccentric stenosis. (b) The stress map on the stent after 
expansion. 
Figure 8. The stress distribution on plaque after self-expansion 
of stent in curved artery.    


























on the most curved artery, which is 16% and 37% larger 
than the peak stress on the less curved artery and 
straight artery, respectively. All peak stresses are located 
under the thin side of the plaque, indicating a lower re-
sistance from the thin side of the plaque. For Von Mises 
stresses larger than 0.05 MPa, the percentage of intimal 
area is 5.51% in the most curved artery, while it is 2.36% 
and 1.76% in the less curved artery and straight artery, 
respectively. It was also noticed that stress concentra-
tions occurred at the stent ends in all arteries regardless 
of its curvature. The peak Von Mises stress at the hinge 
points contacting with stent ends in the most curved ar-
tery was found to be 0.053 MPa, while it is 0.047 MPa in 
the less curved artery and 0.031 MPa in the straight ar-
tery. This could be explained by the material and geo-
metrical mismatch between stent and lesions as stents 
tend to straighten artery during expansion. The higher 
stress and stress gradient on the most curved vessel con-
tacting ends of the stent indicates a severer hinge effect 
than found in the less curved vessel including straight 
vessel, which may trigger the neointima proliferation 
and in turn increase the possibility of restenosis [23]; 
meanwhile, the risk of edge dissection might be high in 
a curved vessel with larger curvature [24, 25]. 
Limitations 
This work investigated the crimping and deployment 
of Ni- Ti SMA stents in a curved stenotic artery along 
with its acute outcome. Various stent performance in-
dicators, including its strain energy recovery, radial 
strength, dog-bone effect, ISA, stress distribution on the 
lesions were discussed. In addition, the influence of ar-
terial curvature was demonstrated by juxtaposition with 
a corresponding less curved and straight artery case. 
The main limitation of this study is that blood flow was 
not included. Both the artery and plaque are idealized 
representations of a stenosed artery. An image-based ar-
tery and plaque model may be a good practice for sur-
gical planning; however, the complicated stress map on 
the artery wall is not easily inferred, which is not ap-
propriate for understanding the physics of the curva-
ture effect. Isotropic hyperelastic material models were 
adopted to describe the mechanical response of the ar-
tery and plaque, though the lesion generally exhibits 
an anisotropic mechanical response [26, 27]. The super-
elasticity of Ni-Ti stents is considered as isothermal in 
this work, and the thermal-mechanical response for Ni-
Ti SMA was not modeled, which limited this work to 
modeling a continuous expansion after immediate stent 
deployment. 
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